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ONE of the tools that has been needed in 
the microwave region has been a flexible 
sweep oscillator. In addition to conventional 
uses, such an oscillator, when combined with 
the prt>per external components, has special 
value in the microwave region in that It per- 
mits rapid wide-range evaluations to be made 
not only of reflection but of gain, attenuation, 
and other network transfer characteristics as 
welL 

The new -hp- 8,2 ~ 12,4 kmc sweep oscillator 
shown in Fig. 1 has been designed for such ap- 
plications and to that end provides any amount 
of sweep width up to 4,2 kmc at a w^ide range 
of sw eep rates. A special feature of the sweep 
is that it is linear over the entire 8.2 - 1 2,4 kmc 
band. Output power is relatively high — a 
specified minimum of 10 milliwatts over the 
complete range — so as to be suitable for meas- 
urement work. The flexible sweep widdi and 
rates are obtained by use of a backw^ard wave 
oscillator tube, a tube that has the substantial 



advantage of being voltage tuned. Use of this 
tube also permits the instrument to be capable 
of both amplitude and frequency modulation. 
These modulation capabilities further make 
the instrument suitable for forming into a 
general-purpose swept or non- swept signal 
generator by use of an external calibrated at- 
tenuator. 

The flex i bit it}' of the newr oscillator is in- 
dicated in detail by the controls provided on 
the panel (Fig, 1). The main frequency dial 
is a large six-inch dial w^hich is accurate w^ithin 
a few percent. An 8: i rim drive vernier is pro- 
vided for fine frequency adjustment. 

The sweep controls are located at the upper 
right of the panel. The upper control adjusts 
the sweep rate (i.e., rate of change of r-f f re- 
queue}) in five decade steps from a minimum 
rate of 4() megacycles second* to a maximum 
of 400 kilomegacv'cles second. This range thus 
includes rates that are slow enough (1 sweep 
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Fig. I. Sew -hp- Mndei dHdA t oiuge-tittteJ stteep oscil- 
ititor proviiies c-u, j-m, a-m and sttept out puis orer 
Ri - 12A kmi' range. Sweep uidihi */j utde ai jutl hsind 
can he scitfcied at a wide range of rates to suit measure* 
metit coridiiieiNK^ 



Fig. 2, Rt'iOi'd fjf re fleet ion coefficient magnitude of ttrf^ad- 
hatid and t a tied bolometer mount. Such permanent rec- 
ord % can he made in a miuftte or two using netr sweep 
oscillator uith system described in text. 
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A NOT! OM -hp- GROWTH 

We hove ofways op eroded ai th^: Hewieti- 
Paikard Company with a relaiivcly jma// 
but efficient engine^rhg itaff. AHhGijgh our 
gr<iwfh ha% fceen ropid^ we hove teen ahh to 
hu'iid ovr engmeermg organizotion wffh o 
carefulfy j#/flcfed group o/ p6op/e, Mosf new 
6{jgintfBn hove been rftcenf groduafei from 
oi/fffoncfing engineering schoo/j b^^auitt we 
have preferred to have yQurrg men ceme m 
and grow with our organfiotfon. These peop/e 
have herd fhe opportuntty to supplement their 
format editcafion with addttiortol counei of 
Stonford Utiweniiy, which is fo^ated right n?jtf 
to our plant. Thi% y^ar, with the increasmg ac- 
cepfcriife of new -hp- products and with the 
add it ion of the Dynoz organizatian (which was 
described in the lost issue of the Journai}, we 
need to "mtrense ovr englneermg itorff a iitth 
more rapidly ihon we have in the past, it oc- 
curs to me that some of the readers of the -hp- 
Journal^ you men who have special interest in 
msf rumen ts or instfiiment systems, mighi bp 
con ^emp/a ting a move^ If so, you shovfd know 
fhat we wiii hove ^ome good opportunities at 
Hewietf-Pockard Company, We wHl have open- 
ings for peop'e with experience in circmt de- 
sign, microwave engineering, measuremef^t 
systems design, and also mechanrcoi' design 
and production Eingmeering. 

We would eipecioily bs giad to hear from 
engineen and technical people in foreign 
countnes who would be able to come to the 
United States to join our orgorirzofion. Write 
directly to BUI Hewlett or to me tf yau are 
inferested in on opportunjffy with us. 

Oovrdf Fackard 



per l{){] seconds) for high measure- 
ment resolution on even the most se- 
lective systems and rates that are high 
enough (1 00 sweeps per second ) to 
provide excellent oscilloscope dis- 
plays, as will be described later. 

The lower sweep control is a tw o- 
part control of which the outer se* 
lects in seven steps frequency devi- 
ations from 3 mc to 12 kmc. The 
inner control enables any deviation 
between the fixed steps to be ob- 
tained. Deviation occurs from the 
indicated main dial frequency to- 



ward a lower freq uenc)^ and is es- 
sentially linear, an important con- 
venience for measurement w^ork. 
The linear sweep has been obtained 
by deriving the sweep voltage from 
an exponential RC discharge curve 
which matches the exponential char- 
acter of the BWO voltage vs fre- 
quency curve. 

The Sweep Selector switch at rhe 
lower right of the panel provides for 
either rectirrent or triggered sweep- 
ing. Triggered operation can oc- 
cur either from a signal applied to 
a panel connector or from a man- 
ually-operated panel push switch. 
In all cases a sweep out sawtooth is 
provided for horizontal deflection 
of an oscilloscope or X - Y recorder. 
External triggering will CKCur from 
an external positive signal of 10 
volts minimum amplitude. 

External sweeping is accom- 
plished by applying a suitable volt- 
age to the BWO helix via the panel 
HelLx Mod. terminal. This voltage 
can be a sawtooth, triangular wave, 
sinusoid or other desired w^ave. The 
modulation characteristic ranges 
from about 0.2 volt megacyie at 
the low frequency end of the range 
to about 0.5 volt 'megacycle at the 
high frequenn^ end. 

The Anode Mad, Selector control 
is provided to permit a variety of 
t>pes of amplitude mtxJulatian to 
be obtained. In the /;//. position the 
oscillator is square- wave modulated 
at a rate which can be varied from 
400 to 12{)0 c^s by the control which 
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Fifi. 3. Comifleie seiiip for mcastitin^ magniiudes of reflection coefficient ^tiJ iramier 
charaderhths either in permanent record form or *ts tie wed on icope. 



Ftg. 4, l-.qtiilttneni arrangement frjr meaf- 
firing rejieciion coefjicient magnitude in 
eiibf^r permanent form or as tieneti on 
mi4er or osiiHatrjr traie. Watemitfrs in 
incitient arms are u^ed to imert marker 
pips at desired points. 

is concentric with the switch knob. 

In the Praise position the r-f is biased 
oiT and can be turned on by a posi- 
tive pulse of 10 volts minimum am- 
plitude. In the Ext. position the r-f 
level is the same as the nor mill c-w 
level so chat the circuit is prepared 
to be amplitude-modulated by ex- 
ternal sitm or other common weaves. 
A voltage change of — 20 volts re- 
duces the r-f from rated level to zero. 
Controls and a metering system 
are provided at the left of the panel 
for monitoring the magnet and elec* 
trtKfe currents in the tube. Normally 
no adjustment of these is necessary. 

SWEPT POWER RATIO METERS 

As suggested earlier, one of the 
valuable uses for a microwave swxep 
oscillator lies in its ability to permit 
rapid measurements of microwave 
device performance over a range of 
frequencies. The use that usually 
comes to mind is the measurement 
of reflect ion'-*' or VSWR with a re- 
flectometer, but often overlooked is 
the fact that a refleccometer or ratio 
meter is equally valuable for meas- 
uring attenuation, gain, and other 
network transfer characteristics over 
a wide range and in rapid fashion. 
The ratio meter system is also ideal 
for m e asu r i n g th e m a g n i t u d e o f sea t- 
tering matrix coefficients %vhen it is 

'J. K. Htiolun mod N. L, Fir>^. The ^kp- Micri>* 
-^f Kf,f^i:ctam.{^cr2, SIcTi"Ii:jtract.-trd Journal, VqL 
A, Ka 1-2, SepL^OcL, 19S4. 
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desired that a transmission- line net- 
work he described in terms of such 
ax^fficients. 

Figs. 4 and 5 show typical meas- 
uring setups for measuring these 
parameters with power ratio meas- 
uring systems which are formed 
from basic re flecto meter compo- 
nents. In these setups a small sample 
of the incident modulated power 
from the oscillator is split ofiF by a 
wide-range directional coupler and 
applied to one of a pair of matched 
cr^'stal detectors. The detector out- 
put is then applied to one input of 
either the ratio meter or oscillo- 
scope, as described later. 

I'he main portion of the incident 
powder continues down the main 
guide and is applied to the device 
under test. If reflection coefficient 
is being measured, a second dlrec* 
tional coupler is inserted ahead of 
the measured device to return a 
sample of the reflected power to the 
second input of the ratio meter or 
oscilloscope. If attenuation or gain 
is being measured, the second di- 
rectional coupler and detector are 
connected at the output of the de- 
vice. The ratio meter or oscilloscope 
then displays the ratio of the two 
powers directly, either in terms of 
reflection coeflicient or in power ra* 
tio in db. When the oscillator is 
swept, then , a con ti n u o u s i nd ica t i o n 
of the quantity being measured w^ill 
be displayed. 



GO-NO GO AHD 

PERMANENT RECORD DISPLAYS 

The wide range of sw^eep rates 
provided on the new^ sweep oscilla- 
tor makes it easy to display compo- 
nent performance in either of two 
forms. One form is a rapid go- no 
go oscilloscope indication suitable 
for routine measurements by non- 
engineering production personnel. 
The second form is a permanent' 
record type display obtainable wdth 
an X - V recorder. This t)'pe of dis- 
play is valuable in design wT>rk since 
it gives a record for analysis, but it 
is also valuable in many production 
applications where a permanent 
record is desired. Permanent-record 
displays are alsc;] simple and can 
easily be made by non-engineering 
person neh 

Rapid oscilloscope displays are 
obtained merely by connecting the 
output of the incident wave deteaor 
to the X system of the oscilloscope 
and by connecting the output of 
the remaining detector to the Y 
system. The oscilloscope display will 
then be a trace (Fig, 7) which at 
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FitC- ^- Keiordi rrtjiJe of ma^niim^^ of 
s faltering coefficients of hyhrid^tee using 
arrangi'mmits of Figs. 4 and 5. Arms I and 
4 are H and t arms, reipeclivety. 2 and 5 
the side arms. Sncb retards tan he made 
in only a ftu- minutes. Marker pips are 
from uatfrmeiers and can he used So de- 
fine frequency ranges of special interest. 



BACKWARD WAVE OSCILLATOR 

TUBES 

The he/M ^/pe of bockwQfd v/ave fube 
ujed in fhe Mode/ 68 6 A h a form of 
fravelmg-wove fobe which Is designed 
wifh errphasis on its obiiify fo serve as o 
microwave osciitafor. In genero/ appear- 
ance the be/jx f/pe BWO and the TWT 
are much o/ifce. foch consists baskafly 
of an electron gvn, a fnefatfic helix 
fhraugh which the ehcfran beam passes 
axiaNy^ ond a collector electrode. An ex- 
terna! axial mogfjefic Held is used to 
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preserve beom focui throughout thsfube. 
in each tube the beam becomei velocity 
madolaf^d or bunched as ii ttovels 
fhrough the helix and this btincfred bedm 
fiien fran^(ers energy to the helix wave, 
in a TWT this energy transfer is primarity 
io a forword-frovel/ng helix wave, while 
in the B WO the energy fronsier is pri- 
mariiy to a backwordirovefing heitx 
ivave. This hnckward wave then transfers 
energy back to the electron beom in the 
form of velocity modulafion and the tube 
osciliafes. 

The reason thai a B WQ enhances the 
backward helix wave while a TWT does 
noi is that in a BWO the helix is designed 
to introduce a periadicify info the ax to I 
eiectric field that any strand of the elec- 
tron beam (which is mode hallow in the 
BWOj sees as it passes down the tybe. 
This periodic axial field con he resolved 
into space harmonics or wave compon- 
ents traveling in both directions poratlel 
to the heiix axis. The electron beam ve- 
iocity in the BWO is then made such that 
if travels in step wifh one of the compon- 
ents in its direction and periodically re- 
inforces it at the frequency of osciUotion, 
Since this synchronous wave is only a 
component of the fundamental which ro- 
totes backward along the helix, however, 
the fundamental is the wave that is oc- 
^uQ% enbanced by the energy trans- 
ferred from the beam. In practice, ^ome 
slip occurs between the bunched beom 
and the syncbronaus wove component so 
that moximum energy transfer exists. 

iConi'd on P. 4) 
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TTPICAL SCOPE TRACE 



Fig, 7. Repr^sentalion uf iypical truce tit?- 
tinned when meiiinrhig rv fleet ion coefft- 
cietit rf/t/gtiiiJ/de u ith the selitl} />/ Tii;. 4. 
Angle formed with the horizontiil hy 
projection of left point of (race thm 
origin is proportiojtal to reflection coefjl- 
eient. Pf/ silt on of left point typiially varies 
with frequency hetatise p varies. Aljsk or 
line drawn on tithe face with grease pen- 
cil can be u^ed to mark a limit for pro- 
duction accefitance te^ts. 

every point will form with the hori- 
zontal axis ao angle whose tangent 
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play is thus related to reflection co- 
efficient, gain, attenuation, or other 
characteristic under investigation. 
For go-no go productiori work, then, 
all that is required in determining 
whether or not a device is within 
established limits is to draw on the 

" 1 his a4.Mjmei thai a 20 dlj furivard ci>upler an*! n 
10 lib rrversf cnuplfi ar^ bcrinu u-AnA. \l tMriuiil value 
CflQplers are bfius uiM?d, the lactor 10 will become 



SPECIFICATIONS 

-hp- 

MODEL 6S6A 

5WEEP OSCILLATOR 

fj'squency Range- S.2 !d 12.4 kllam^ga- 

Power Otr^puf: Al leo5t 10 milliwatts into 

mQtched wavifigytd^ load, ContTriMQUSly 

ad[ustQb]f^ to EKJ-ro by tathod^ curf^Jit 

CiOntrol. 
Ou\pui ^mpe^Jcrme. VSWH jes* than 2i1 
Ou^pur ConrT£.Erfor,- X-Band Waveguide 

cov&r flange 
SWEEP 

Cfiorac^erfs'(C5r RF Frequency change lineor 

with respect to fime and downward from 

frequency dfal s-^tting, 
Triggermg; Recurrent; external; or mtrnual. 
B^eep W*dfh. 3 MC to 4.2 KMC in seven 

£tep$. Vernier permits contmuDus cid[o5t- 

mertt between steps. 
Sweep flo^e: 40 MC set. to 400 KMC s«, 

in decade steps. 
Sweep Hme. O.OlOS ta 105 seconds for full 

bond ^^e^p. 
Sweep Outpu-h 30 volt peak i^awtctctth 

g*?r>Brated during frei^uency sweep, 

Avcrilable at panel connector. 
MODULATION 

/n^ernoL' 4G^-12DQ cps square- wave om- 

pfitude rnsdulation; peak power equal 

to c-w level- 
Exfernal: Amplituda <:anode mo^Jul^tPon i; 

thru d-t to 300 KC ompliner. —20 voj? 

input cKonge will reduce level from 

rored output to ^ero. 

Frequency (>ielix modulatFon); pansi con- 
nector copocitiwety coupled to heHji volt- 

o^e su|>p1y. 
GENERAL 

Power iRequjremerrta; 115 volts 50 '60 CpS; 

approx. 375 wottj. 
Dfm^rns.oni: Cabinet mourntt 12V2"h k 

195i^"w J? 17Vi"d, rack mount: 10V2"h 

K 1?' w X 17 'd. 
Prrcer -hp- Model 68 AA (cabinet mount] 

^2265, 00; Model 686AR tract mount] 

S2250 00, prices f.o.h, Palo Alto, Cali- 

foffija. 
Dato subject to cbani^e without notice. 



tjscilloscope face a line that corres- 
ponds to the maximum reflection or 
other value that can he allowed. By 
observing the osciUoscope while the 
oscillator is sweeping, the perform* 
ance of the device under test with 
respect to established limits can be 
quickly determined. 

Performance records in perma- 
nent form can quickly be made over 
the full 8.2 - 12.4 kmc range by us- 
ing the combination of the -hp- 4 16A 
Ratio Meter with an X - Y or strip 
record er» For this work the slowest 
swx^ep of the oscillator is used so 
that even the fastest change in de- 
vice response wm'H be substantially 
sk>wer than the response time of 
either the recorder or the ratio 
meter. 

MARKER PIPS m 

RATIO MEASUREMENTS 

Often when making measure- 
ments such as those described above 
it is desirable to have marker pips 
of accurately known and adjustable 
frequency for reference purposes. 
These markers can easily be obtained 
hy inserting two wave meters in 
the incident arm of the ratio meter, 
as indicated in Fig, 4. Using the -^p- 
X530A or X552A wave-metersn each 
of these markers can be set to occur 
anywhere within the 8,2 - 12,4 kmc 
range and are know^n accurately 
within ztO,l9f or better. Fig, 6 
shows how the marker pips appear 
on a typical recorded measurement, 

CONSTANCY OF 

OUTPUT POWER 

Provision is made in the instru- 
ment for stabilizing the output 
power by external means, although 
for ratio meter use this is unneces- 
sary since output power variations 
are rated as being not more than 3 db 
o\'er any 250 mc range and not more 
than 6 db over the full ^2 - 12.4 kmc 
range. Stabilisation involves a flat- 
response sampling detector^ and a 
high-gain amplifier. 

Where stabilization is desired, it 
can be applied to the modulating 
electrode (anode) which is brought 
out to a panel terminal throu^^h a 
direct- CO up led isolating amplifier. 



The terminal has a characteristic 
such that approximately —0.5 db 
change in r-f output is obtained per 
volt change at the terminal. 

— P. D. Lacy and Daniel E. iV heeler 



BWO'S (Cont'd from P. 3) 
An anaiagy thof describes how r^m- 
Torcemeni oi fh^ bnckword vvove occurs 
ii indicated in fhe accompanying ilhsfro- 
tion.. Represented fher&in ore s^verot 
^vrns of fhe hetix tape together with an 
axial fiiornentary sffond of fhe ehciron 
beam. Between turns of flie h^ilx there 
exists an axial eiedrlc field component 
of fhf? hefifi wave which acts on file elec- 
tron beam. Underneath fhe hetix tape, 
this field is much weaker than between 
the iurn^ since an electric field conno^ 
exist parallel to the stjrface of a canduc 
tor. As the beam travels down fhe tube, 
then, if is exposed to the hefix wave field 
periodicaily rather than continuously. 

This configuration can be considered 
to be equivalent to the feedback system 
shown in the lower parioftheiliusiration. 
In this illusirafion the coupling capacitors 
permit the interaction that occurs between 
the between-turns E fields and fhe elec- 
tron beam. The unilateral amplifier in 
fhe 1^ circuit represents the gain in a short 
length of fhe electron beam, antj the 
transmission fine section represents fhe 
path that the fundamental helix wave 
musi follow backward along one turn 
of the helix. Thus, at some frequency the 
phase shift fehcfron transit timej in ihe 
l^-circuif (electron beam) plus that in fhe 
^-circuit will make fhe section regenera- 
tive so that it provides more energy for 
fhe next section to fhe left than was re- 
ceived from the preceding section at the 
right. At the some time this energy pro- 
duces at the left the bunching of fhe 
beam which is fjecessary to reinforce fhe 
wave of the next section to the right. 
When sufficient gain (electron beam 
density j exists in the i' -circuit, the chain 
of sections will then oscillate. 

If should be noted that the canfigura^ 
tion shown can merely be considered to 
be one increment of a continuous action 
that extends compteiely around each turn 
of the helix and throughout the full length 
of the helix. It should further be noted 
that by changing the electron beom ve- 
locify the oscillation frequency of fhe 
tube is changed. The tubes are thus volt- 
age funable. 

The advantages of BWO's lie in fhe 
fact that they can operate ever a wide 
microwave frequency range and that 
their voltage tuning feature enables them 
to be swept and frequency modulated. 
They can also be ompUtude-modulated 
by meon^ of an electrode (anode j in the 
gun. The tubes thus offer a high order of 
fiexibifity and are free of many of the 
limitations of mechanically swept systems 
and klystrons. 



)Copr. 1949-1998 Hewlett-Packard Co. 



